Perioperative Management of Multiple Noncardiac Implantable Electronic Devices.
The number of patients with noncardiac implantable electronic devices is increasing, and the absence of perioperative management standards, guidelines, practice parameters, or expert consensus statements presents clinical challenges. A 69-year-old woman presented for latissimus dorsi breast reconstruction. The patient had previously undergone implantation of a spinal cord stimulator, a gastric pacemaker, a sacral nerve stimulator, and an intrathecal morphine pump. After consultation with device manufacturers, the devices with patient programmability were switched off. Bipolar cautery was used intraoperatively. Postoperatively, all devices were interrogated to ensure appropriate functioning before home discharge. Perioperative goals include complete preoperative radiologic documentation of device component location, minimizing electromagnetic interference, and avoiding mechanical damage to implanted device components.